[Methods of detecting defects in x-ray protective equipment].
A comparison of five different methods of quality control for X-ray protective devices has shown that electroradiogrpahic control is the most efficient. It allows reliable disclosure of defects and is economically profitable. Roentgenoscopic approach proved to be more reasonable for rapid checking of protective devices.